Date:
Institute/Group:

Study:

*ALL EQUIPMENT IS TO BE CLEANED USING HYDROGEN PEROXIDE WIPES*
Initials MEG Control Room

Keyboards/Mouse

Intercom Controls and Microphone

Monitor Controls (Acquisition and Stimulus Computers, Patient Monitor TV)

Projector Remote

MEG Log Book

Light Switches

Door Handles

Counters

Chairs

Phones

Pens/Pencils

Clipboards

Computer accessories, if used.
(l.e. FORP Box, Sound system, Eye Tracker, Brainsight, etc. (If used)

*ALL EQUIPMENT IS TO BE CLEANED WITH HYDROGEN PEROXIDE WIPES *

Initials Magnetically Shielded Room (MSR)
MEG Helmet, Interior/Exterior
MEG Patient Chair (Including arm rests) or Bed (including side rails)
MEG Patient Chair Controls
Head Localization Coils and Lead Wires
Head Localization Box
Equipment Cabinet (Countertop, Doorknob, Any Equipment Used)
Button Boxes
Patient Head Pads
Patient Cushions (Leg Bolster, Back)
Auditory Tubes (if used. Tuck away if not in use to reduce exposure.)
Name Printed/Signature: Date:

*Please name any additional individuals that worked within the control room and magnet room below:



